[Design of the system for detecting impedance cardiography based on windows plantform].
In this paper is introduced systematically the design of the system for detecting impedance cardiography (ICG) based on Windows plantform. The three major ICG indexes of 30 students have been detected by the designed system in the clinical application, and conform with the results from the reference. On the other hand, compared with the system based on DOS plantform, the system has higher detection speed, and becomes more convenient, more flexible by the introduction of Mouse.